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ABSTRACT
Currently, the majority of fiber-optic blade instrumentation is
being designed and manufactured by aircraft-engine companies
lor their own use. The most commonly employed probe lbr
optical blade deflection measurements is the spot probe. One of
its characteristics is that the incident spot on a blade is not fixed
relative to the blade, but changes depending on the blade
deformation associated with centrifugal and aerodynamic
loading. While there are geometrically more complicated
optical probe designs in use by different engine companies, this
paper offers an alternate solution derived from a probe-mount
design feature that allows one to change the probe axial
position until the incident spot contacts either a leading or a
trailing edge. By tracing the axial position of either blade edge
one is essentially extending the deflection measurement to two
dimensions, axial and tangential. The blade deflection
measurements were obtained during a wind tunnel test of a fan
prototype.
INTRODUCTION
Case mounted fiber-optic sensors have been in use by airplane
engine manufacturers mainly to monitor blade vibration in fans
and compressors. The simplest probe arrangement is a spot
probe where typically, a center fiber transmits the laser light,
and the outer fibers collect the reflected light from the blade
tips and transmit it to a photo-detector. Because the spot of
incident light is fixed in space, whereas the blade deflects
dynamically, the reflected light will originate from slightly
different portions of the blade tip under different operating
conditions. Unless corrections are developed to compensate for
this effect, some error in vibratory tangential amplitude will
occur. For the purpose of monitoring, this error is usually not
critical.
This paper, however, is concerned with measuring steady-state
blade deflections where it is very important to fix the spot on a
blade tip at a particular location, because the deflections at a
higher speed are evaluated against a low speed reference run.
The change in speed usually implies a significant change in the
blade orientation and possibly its shape brought about by the
aerodynamic and centrifugal loading.
It is most convenient to select blade leading and trailing edges
as the fixed points on a blade for which deflections will be
evaluated. In order to capture blade edges at various speeds, the
light probe must be movable. This was achieved by mounting
the probe in an eccentric hole in a bushing that fits the fan case
in the region that overlaps a blade edge path. The probe is
actuated in a search for a blade edge while all the blades are
viewed on an oscilloscope. The blade edge is considered
captured when a pulse associated with a particular blade is
significantly reduced in magnitude but is clearly
distinguishable from the background noise level.
The optical probe and the electronic system were described by
Dhadwal et al. (I 996). The probe is constructed using
integrated fiber optic technology and is capable of spatial
resolution of 50 I.tm, and its outer diameter is 3.175 mm (0.125
in.). This probe and the associated electronics were tested in the
vacuum spin rig facility (Dhadwal and Kurkov, 1998).
The steady-state tangential blade deflections can be measured
by an optical line probe (Chi et. al., 1987) which has been
considerably improved by engine manufacturers. The line
probe, however, is optically more complicated and its
resolution is not as good as those obtainable with current spot
probes. The other alternative is to use a series of spot probes
capable of mapping suction and pressure surfaces of a blade tip.
This method would require considerable software development
and is also costly.
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PROBE ACTUATORS
Figure 1 shows a cross-section of a probe actuator mounted in
the casing. It includes a probe with a fiber optic cable attached
to its end. The probe is positioned in the rotating casing-plug
eccentrically with an offset of 9.14 mm (0.36 in.) from the axis
of the plug. The tip of a fiber optic probe is flush with the lower
surface of the plug. The probe is sealed in the plug with a
rubber o-ring (not shown in the assembly drawing) and secured
with a setscrew (visible in the upper ring that guides the probe
through aluminum housing). When installed in the casing, the
lace of the bushing is recessed about 0.5mm (0.020 in.) from
the rub strip. Underneath the bushing flange, a lower teflon
washer provides a low-friction seal for the casing port. The
teflon washer on the upper side of the flange together with the
spring washer above it provide a tight sliding interface between
the rotating flange and the stationary aluminum housing. The
spring washer shown with non-hatched cross-section, actually
consists of a rubber o-ring, and another teflon washer above it,
which contacts the aluminum housing. Thus. in the assembly
the rubber o-ring is sandwiched between the two teflon
washers. The function of the o-ring is to provide a spring force
and to evenly distribute it. Originally, in its place, a wavy
spring washer was used: however, the current arrangement
results in a more consistent performance and a lower friction
force for a given normal force.
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Fig. 1 Actuator assembly drawing
A 6.35mm (0.25 in) shaft is attached to the bushing and joined
through a flexible bellows coupling to a servomotor shaft. As
shown, the cylindrical enclosure is open on one side in order to
provide an exit path for the fiber optic cable. The 180 degrees
opening in the housing is oriented such that its base (along the
diameter) is parallel to the fan rotor axis. Thus, when the motor
is actuated, the probe moves over semi-circular path,
maximizing the extent of the motion in the axial direction. The
two non-contacting limit switches (not shown in the figure)
restrict the extent of rotation to 180 degrees. The servomotor
had a resolution of 4000 counts per revolution and it was
remotely controlled by a computer. Figure 2 is a photograph of
the servomotor-actuator assembly.
Fig. 2 Actuator and motor assembly
BLADE DEFLECTION MEASUREMENTS
The steady-state blade deflections were measured during a fan
prototype acoustic test in the 9x 15 feet low speed wind tunnel
at Glenn Research Center. The 0.5588 m (22 in.) diameter, 18
blade fan rotor was driven by an air turbine mounted in the rear
of the rig. The fan rig was equipped with the bellmouth
followed by the inlet duct. The two probe actuators were
mounted in view of the leading and trailing edge trajectories.
Figure 3 shows locations of the leading and trailing edge probe
actuators and the relative location of the blade chord at the time
the leading edge of a blade is being sensed by-the probe at 1000
rpm (solid line, C, ). The speed tor the dashed line in Fig.3 was
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7950rpm(C._ ). The two circles indicate possible probe
positions when actuators are set in motion about the centerline
of the respective ports. The indicated radii at the two ports
define the probe positions necessary to capture the leading and
trailing edges associated with the C, chord line. At the instance
depicted in the figure, the blade leading edge is being sensed by
its probe; however, the trailing edge will be sensed somewhat
later, when it traverses the distance indicated by the dotted line
(from TE probe to TE of C, ).
All the timing intbrmation necessary for determination of blade
deflections is obtained from oscilloscope traces of blade pulses
at the time when a blade edge is being sensed. However, prior
to the search for blade edges, the lull blade pulses were
captured with actuators positioned to intersect all blades at
some small distance away from blade edges. Figures 4 and 5
illustrate full blade amplitudes for the leading edge for 1000
and 7950 rpm with respective resolutions of 2 and 0.2 ItS. The
upper speed corresponded to the design point. On the low end,
the speed was restricted by the rig operational requirements.
These two speeds, however, were sufficiently apart to illustrate
the technique. Note that there were no synchronous vibrations
were observed at these speeds.
A total of 50,000 points were captured for each trace which was
the memory limit of the oscilloscope. The vertical resolution of
8 bits (128 levels) was divided among 4 channels displayed on
the oscilloscope at one time. In selecting the time resolution on
the oscilloscope the main consideration was that at each speed
at the least one full revolution was captured, so that each trace
contained all 18 blades. The oscilloscope was triggered at 0 Its
by the reference once-per-revolution pulse generated by a
specially designed optical sensor capable of the same spatial
resolution as the blade sensors. The length of each revolution
for each trace was determined by number of counts between
two identical blade pulses.
During a traverse toward a blade edge the pulses become
narrower and the amplitude for some blade decreases. (Note
that the traces for all blades are not identical because of the
blade-to-blade differences). Upon continuing the traverse in the
same direction, some of the blades with lower amplitudes start
disappearing from the trace. Typically, several traces at each
speed were obtained until a substantial number of blades
vanished. Each of these traces defines leading or a trailing edge
axial position for some blades. A blade edge is captured when
its pulse height becomes appreciably reduced relative to the full
pulse amplitude captured prior to the traverse. However, the
edge pulse amplitude at this instance should be sufficiently
above the signal noise floor and the pulse slopes should be well
defined.
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Fig. 3 Probe configuration for edge detection
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Figures6and7illustratethetracesthatwereselectedtodefine
leadingedgesatthe1000and7950rpmforblades7and18,
countingfromfirstbladefollowingthetriggerpoint0.
Correspondingtraceswerealsoavailableforthesebladesatthe
trailingedge.
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Fig. 6 Blade pulses during LE detection, 1000 rpm
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distance corresponding to the dashed line connecting TE probe
to TE must be known. This distance is computed from the
measured time delay between the leading and trailing edge
pulses captured on the oscilloscope and the known fan speed
associated with the trace.
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Fig. 8 Trigger point for blade 7, 1000 rpm
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Fig. 7 Blade pulses during LE detection, 7950 rpm
Figures 8 and 9 single-out blades 7 and 18 and indicate selected
blades trigger points. The non-uniformity of the axial blade
positions is clearly illustrated in Fig. 10 for the trailing edge
when, essentially, only one blade pulse remained
(corresponding to blade 15). Figure 11 illustrates the pulse
shape for this blade indicating that the beam has not yet reached
the edge, since there is some flatness remaining at the tip.
The X and Y coordinates of the leading edge were obtained
from the recorded angular position of the probe and the known
radius of the probe eccentric. The X and Y coordinates of the
trailing edge are computed taking into account the offset of the
trailing edge actuator axis (OTE) relative to the reference
leading edge axis (OLE). In addition, lbr the X coordinate, the
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Fig. 9 Trigger point for blade 7, 7950 rpm
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Fig. 10 TE trace with only one full amplitude blade pulse
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Fig. 11 Detail of blade 15, TE, 7850 rpm
The total displacements at 7950 rpm relative to 1000 rpm are
presented in Table 1. Since the available oscilloscope records
indicated that blades 7 and 18 were captured at these speeds on
the same traces, for both leading and trailing edges, these two
blades must have the same axial displacements. The values in
Table ! can be converted to angular units by using fan rotor
diameter, which was 55.88 cm (22 in).
Table 1 Total displacements
Total displacement
Leading AX
edge AY
Trailing AX
edge AY
lmm (in)]
Blade 7 Blade 18
-2.074 (-0.0817) -2.070 (-0.0815)
0.982 (0.0387) 0.982 (0.0387)
-I.825 (-0.0718) -1.749 (-0.0689)
0.538 (0.0212) 0.538 (0.0212)
The rotational displacements of the chord line for these two
blades are presented in Table 2. The blade chord vector is
defined as
= ATE- ALE
where subscripts TE and LE denote the end points of position
vectors that start at OLE (Fig. 12). The rotation of the chord
vector, 0, relative to 1000 rpm is then computed from
El X C2
sin0 - --
(::2
where subscripts I and 2 correspond to 1000 and 7950 rpm.
Table 2 Rotational displacements
Rotational displacement [de_rees]
Blade 7 Blade 18
A0 -0.278 -0.306
TE
Fig. 12 Chord vector diagram
Blade 7 in Figs. 6 and 7 indicates a typical amplitude level
chosen to define a blade edge. In order to establish the
sensitivity of results to the edge amplitude choice, one can
select somewhat different edge amplitude. For example, Fig. 13
illustrates the leading edge amplitudes at I000 rpm
corresponding to the leading edge eccentric position of -48.69
degrees rather than -46.8 degrees as in Fig. 6 (a difference of
-1.89 degrees). Had the amplitude of blade 7 in Fig. 13 (rather
than in Fig. 6) been chosen to signify the presence of the LE,
the corresponding axial deflection would increase in magnitude
by 0.2 mm (0.008 in) from the value given in Table I.
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Fig. 13 Blade pulse trace corresponding to eccentric
position -1.89 degrees relative to Fig. 6
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However,sincetheamplitudesthatweretakentodefinethe
presenceof aLEoraTEwereingeneralwithinhalfthe
amplitudedifferenceforblades7,depictedinFigs6and13,the
errorismorelikelytobewithin0.1mm(0.004in).Thiserroris
somewhatgreaterthantheresultingspatialresolutionobtained
withtheoscilloscopeforthegivensamplingspeed,whichwas
O.058mm(0.0023in).
Thetriggeringconsistencyanbeimprovedbyacquiringdata
morefrequentlyduringaLEoraTEsearchandbyselectingan
oscilloscopethathasbetterverticalresolutionthanthecurrent
oscilloscope.Animprovementi resultingspatialresolution
canbeachievedwithanoscilloscopethathasadeepermemory.
Anotherpossiblesourceoferrorcanoccurif thereisanaxial
motionofthefan-rotorshaft,asaresultofthepressure
differentialcrossrotorandtheexistingclearancesinthethrust
bearing.Forthisreason,aneddycurrentproximityprobewas
installedinthewindtunnelrigtomeasuretheaxial
displacementof heshaft.Theprobewascalibratedinthespin
rig usingaspecialrotorthatreproducedthewind-tunnel
sensing-toothgeometry.Thelengthsofthecablesthatwere
usedinthewindtunnelwerealsomatchedduringthe
calibration.Theshaftaxialdisplacementat4460rpmrelativeto
1000rpmwaslessthan0.0254mm(0.001in).Unfortunately,
thismeasurementwasnotrecordedat7950rpm;however,
basedontheresultsobtainedat4460rpmonecanexpecti to
beverysmallandwithintheaxialbladedisplacements
measurementaccuracy.
Figure14presentscomputedblade-tip,mid-thicknessXandY
coordinatesat1000and7950rpmalongwithmeasuredLEand
TEpositionscomputedbyaddingthemeasuredrelativeXand
Ydisplacementstotherespectivepredictedcoordinatesat 1000
rpm.Onthescaleofthisfigure,thetwopointsfromTable1are
indistinguishable.PredictedcoordinateswereobtainedbyR.
NeubertandW.Owen-PeerofPrattandWhitney.Both,inertial
andaerodynamicloadswereincludedinpredictions.
Apparently,thesteady-statebladedeflectionsatthesespeeds
wcreverysmall.
Predictedandmeasureddisplacementsa theleadingand
trailingedgesat7950rpmrelativeto 1000rpmarepresentedin
Fig.15.Forthesetwoblades,thedataappearstobeconsistent;
however,theywerecapturedatthesameinstantand,therelore,
theiraxialdisplacementsarethesame.(Notethatheleading
edgepointsarenearlycoincident.)Ontheotherhand,bladeto
bladevariabilityintheaxialbladepositionsattheleadingedge,
forcxample,wastypicallyabout0.5mm,whichisofthesame
orderasthedifferencebetweenmeasuredandpredicted
displacements.Becauseofthis,forarigorousquantitative
analysis,onewouldhavetolookatthehistoryofmorethanjusttwoblades.
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Fig. 14 Predicted mid-thickness blade-tip section
coordinates at 1000 and 7950 rpm. Data points at the
LE and TE edges at 7950 rpm are relative to
corresponding predicted 1000 rpm coordinates.
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Fig. 15 LE and TE displacements at 7950 rpm relative to
1000 rpm. The data points correspond to blades 7 and 18.
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Predictedandmeasuredrotationaldisplacementarebothsmall.
Theyare,respectively,-0.0522and-0.292degrees(averageof
thetwovaluesinTable2).
Inthisinitialapplication,werestricteddatacollectionto
severaldiscretepointsateachspeed.Thisenabledustosingle
outthetwobladesthatsatisfiedthechosenthresholdedge-
detectioncriteria.However,amorepracticalprocedurewould
betoperformaslowandcontrolled180(orlesser)degree
sweepwiththeactuatorconcurrentlyacquiringwaveformdata,
alongwithactuatorangularposition.Analgorithmcouldbc
thanappliedtosorthedataintorevolutionsandtrackthe
occurrenceofbladedge ncountersandtheassociatedangular
positionoftheactuatorrotor.Thisprovidessufficient
informationtodeterminetipclearancetbreachblade.Notethat
ratherthenrecordingdatacontinuously,asegmenteddata
acquisition,concurrentlywiththesegmenttimestamping,
couldbeincorporatedinstead.Thesefeaturesarecurrently
availableinsomecommercialwave-capturedata-acquisition
boards.Thiswouldconservethememoryandspeedupthe
analyses.
CONCLUDING REMARKS
This technique is well suited for measurements of steady state
relative blade deflections in axial and tangential direction. Its
main advantage is that it uses standard high-resolution fiber-
optic spot probes that are already developed and available. A
standard oscilloscope can be used to acquire data with
acceptable accuracy; however, currently the data acquisition
and analyses are somewhat time consuming. Automating these
procedures is possible but it would require additional effort and
expense.
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